
Memo No.- 6607 

The quotation may be opened on 

Name of the item 

Deep Freezer (- 20°C) 

Memo No.: 6607/(6) 

Scaled quotations are invited from bona fide/interested firms for the below mentioned item with superscription "Quotation for 
National One Health Programme for Prevention and Control of Zoonoses (NOHP -PCZ Ref: Memo No. OM 

No.F.No.3/(13)/PFMS/2022 dated 01/08/2022) in Dept. of Microbiology, IPGME&R". The quotations should reach the office of the 
undersigned on or before .The quotations should accompany with current valid trade license, PAN No. and GST 

registration certificate proof. Acceptance of the lowest rate is not obligatory for the undersigned who receives the right to accept or 
reject any offer without assigning any reason whatsoever. 

Copy forwarded to: 

Rate must be submited with company name and Cat. No. after calculating GST or other taxes, if any, according to the following 
format. 

2. 

3. 

4. 

5. 

6. 

Accounts Officer 

244, A.J.C. Bose Road, Kolkata -700 020 
Email: director.ipgmer@gmail.com, phone: 2204-1101, Fax: 2223-51 81 

M.O. Store, Project 

Institute of Post Graduate Medical Education & Research 

Government of West Bengal 
Office of the Director 

Technical: 

Notice Board. 

1. Nodal Officer, NOHP-PCZ, Prof. (Dr.) Chitrita Chatterjee 

Resistant 

uploading the notice in the website. 

General: Deep Freezer (-20°C) should be designed for Tropical climate, auto 
defrost function to prevent ice build-up, Stabilizer Free Operation, Inverter 

Technology, Anti Bacterial Gasket, Clean Back, Durable, Energy Savings, 
Frost Free, Low Noise, Door Lock, Free installation, auto-temperature control 
monitor with graphical representation. 

H.O.D of Microbiology, Prof. (Dr.) Raja Ray 

onward; bona fide/interested farm's representative may be contact. 

Specification 

Gross Volume-275-400L, Inlet of capillary should be outside the PUF body 

Construction- External-Stainless 304 grade steel & Internal-Corrosion 

Date: 1?/u/23 

Type- Compression cycled, CFC-Free(both the refrigeration & insulation. 
Temperature of compartment to be maintained between (-) 15 °C to (-)25°C 

ON/OFF switch & power indicator should be available. 

The equipment should have minimum warranty including comprehensive 
maintenance of 5 years after the installation 

Product should be FDA & CE approved.Product should meet WHO/UNICEF Standard 
WHOPQS/E03/FZ03.1 FOR Deep Freezer. 

Mr. Atal Saha, Assistant Superintendent (N.M.), SSKMH requesting for 

Date 

Validity 
1 year 

Director 

IPGME&Re Kokata. 
I.P.G.M.E.&R. 
Kolkata-700020 

Directof.G.M.E. &R. 
IPGME& RKhata-700020 
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